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Abstract: In the current study, hemostatic compositions including a combination of chitosan and
kaolin have been developed. Chitosan is a marine polysaccharide derived from chitins, a structural
component in the shells of crustaceans. Both chitosan and kaolin have the ability to mediate a
quick and efficient hemostatic effect following immediate application to injury sites, and thus they
have been widely exploited in manufacturing of hemostatic composites. By combining more than
one hemostatic agent (i.e., chitosan and kaolin) that act via more than one mechanism, and by
utilizing different nanotechnology-based approaches to enhance the surface areas, the capability
of the dressing to control bleeding was improved, in terms of amount of blood loss and time to
hemostasis. The nanotechnology-based approaches utilized to enhance the effective surface area
of the hemostatic agents included the use of Pluronic nanoparticles, and deposition of chitosan
micro- and nano-fibers onto the carrier. The developed composites effectively controlled bleeding
and significantly improved hemostasis and survival rates in two animal models, rats and rabbits,
compared to conventional dressings and QuikClot® Combat Gauze. The composites were well-
tolerated as demonstrated by their in vivo biocompatibility and absence of clinical and biochemical
changes in the laboratory animals after application of the dressings.
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1. Introduction

Injury is a major public health problem that is considered as the leading cause of death
among persons in the age between 1–44 years in the USA, according to the Centers for
Disease Control and Prevention (www.cdc.gov/injury). It is also responsible for more than
5 million deaths per year, with an estimated cost of $518 billion globally (www.aast.org/
resources/trauma-facts). In trauma patients, hemorrhage is the second leading cause of
deaths preceded only by central nervous system injury. Hemorrhage constitutes up to 40%
of trauma mortality, of which 33–56% occur during the prehospital period [1]. Hemorrhage
may be also encountered during surgical procedures.

Hemostatic dressings are regularly applied early after hemorrhage, irrespective of
the cause, to reduce blood loss, until the patients receive the necessary medical care in
the appropriate health care units. Currently, there are several hemostatic dressings that
are either in the market or under development [2–5]. These dressing could be classified
into polysaccharide-based (e.g., chitin/chitosan), zeolite/kaolin-based, dry fibrin sealant,
microporous polysaccharide hemospheres, and hydrophilic polymers of potassium salts.
For example, kaolin is the active hemostatic agent in QuikClot® Combat Gauze that is the
hemostatic dressing of choice used on the battlefield [6–8]. Kaolin is aluminum silicate that
activates the intrinsic pathway of coagulation via concentrating clotting factors through
the rapid absorption of the water content of blood at the bleeding site. Other commercially
available hemostatic dressings include Celox™ gauze and Hemcon®, which both depend
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on including chitosan as the hemostatic agent [9,10]. Chitosan is a naturally occurring
biodegradable polysaccharide that breaks down in the body into glucosamine and N-acetyl
glucosamine. It is obtained through the partial deacetylation of chitin in the shells of shrimp
and other crustaceans. Chitosan is extensively used in food and pharmaceutical industries.
It has intrinsic bioadhesive and antimicrobial properties and it induces hemostasis via
electrostatic interactions with the negatively charged cell membranes of the red blood cells
(RBCs), and, thus strongly adhering to and sealing the bleeding site [11–13].

Although commercially available hemostatic agents can be effective in stopping bleed-
ing of mild hemorrhages, improved hemostatic dressings are needed to control severe bleed-
ing (e.g., in the battlefield). We have previously designed chitosan-loaded β-cyclodextrin
polyester hydrogels to serve as degradable absorbable composites that can be left in the
injury site and degrade to reduce the duration of interventional procedures [14]. Assembly
of chitosan into nanofibrous honeycomb-like mats with enhanced surface area resulted
in improved hemostatic efficiency in vivo in acute liver injury animal models. However,
the absorbable composites might be more appropriate to control mild-to-moderate bleed-
ing that is encountered, for example, during intraabdominal surgeries. For severe injury
(e.g., femoral artery and veins injuries), the use of robust hemostatic systems could be more
appropriate [15].

The current study aims at providing a hemostatic dressing of an improved efficiency
in controlling severe bleeding from external and internal wounds. The hemostatic composi-
tion includes two hemostatic agents (chitosan and kaolin), in combination with a surfactant.
The surfactant is included in the composition to enhance disbursement and increase the
surface area of kaolin. Alternatively, deposition of chitosan micro- and nano-fibers could
also improve hemostatic efficiency via enhancing the surface area of the hemostatic agents
utilized. In the current study, the term “surface area” represents an approximate mea-
sure of the total area of the carrier that is covered or occupied by the hemostatic agents.
The developed composites could significantly reduce bleeding to a greater extent com-
pared to dressings lacking a nanoparticularized hemostatic agent and/or utilizing a single
hemostatic agent.

2. Results
2.1. Preparation of Chitosan/Kaolin Nanocomposites of Enhanced Surface Area

Hemostatic composites were designed to achieve prompt and efficient hemostasis via
increasing the specific surface area of one or more hemostatic agents, to increase the coating
efficiency onto the carrier (i.e., gauze) and the contact with the body tissues and blood
cells. Several approaches were utilized and potential synergistic hemostatic effect between
hemostatic agents was also explored. However, only composites that have demonstrated
significant hemostatic efficiency were systematically studied. Of the effective approaches,
was to convert chitosan (i.e., hemostatic agent) into micro- or nano-based fibers, via deposi-
tion on conventional gauze or through electrospinning, respectively. Chitosan microfibers
were formed spontaneously upon deposition onto the carrier (gauze). Throughout the
manuscript, the term “nanofibers” refers to electrospun chitosan/polyvinyl alcohol (PVA)
solution at a ratio of 50/50. It can be seen how chitosan micro- and nano-fibers could
result in high surface area and efficient coating onto the carriers (Figure 1A1,A2). The size
of the gauze threads without any coating was 14.6 ± 2.4 µm. The chitosan micro- and
nano-based fibers had diameters of 2.4 ± 0.9 µm and 101 ± 56 nm, respectively. Another
example of hemostatic agents used is kaolin. The use of heated kaolin slurry in coating
non-woven gauze is the most commonly utilized method to prepare hemostatic dress-
ings [16–18]. However, this method results in low coating efficiency as can be seen in the
figure (Figure 1A3), which explains the relatively low hemostatic efficiency of this kind
of preparations (vide infra). On the contrary, the use of pre-assembled Pluronic nanopar-
ticles (Pluronic® F-127) (Figure 1A4) or chitosan microfibers (Figure 1A5,A6) to disperse
the kaolin particles resulted in high coating efficiency onto the gauze. Kaolin alone and
when dispersed with the assistance of Pluronic micelles had diameters of 7.9 ± 2.2 µm and
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4.7 ± 1.9 µm, respectively. When the dispersion process was assisted with deposition of chi-
tosan, in the presence or absence of glycerin, kaolin particles had diameters of 4.2 ± 2.6 µm
and 3.9 ± 1.5 µm, respectively. The size of kaolin particles did not change significantly, but
rather their dispersibility and coating efficiency onto the carriers had greatly increased
(Figure 1). It can be overall concluded that the use of nano- or micro-technology-based
approaches aids in enhancing surface areas of hemostatic agents and in improving the
coating efficiency onto the carrier used (i.e., gauze).
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Figure 1. Field Emission scanning electron microscopy images that demonstrate the increase in surface areas of the various
hemostatic agents used either by converting the chitosan into microfibers (A1, 3000×) or nanofibers (A2, 30,000×), or by
modifying the conventional method of kaolin impregnation that usually provides inefficient coating onto the carrier (A3, 3000×)
to a more efficient coating via the use of Pluronic nanoparticles (A4, 3000×) and chitosan microfibers (A5,A6, 3000×).

2.2. In Vivo Assessment

The research protocol was revised and approved by “the Committee of Medical Ethics”
of the Faculty of Medicine in Assiut University, Assiut, Egypt. All animals received care and
were used in strict compliance with the Guide for the Care and Use of Laboratory Animals.

2.2.1. In Vivo Hemostatic Efficiency in Rabbits

The hemostatic efficiency was tested in two animal models: Rabbits and rats. The
animal models were developed by cutting the femoral artery and vein, and applying im-
mediately the hemostatic agents under pressure (weight of 200 g for 3 min) and measuring
the survival rates, survival durations, total amount of blood loss, time to hemostasis, and
mean arterial blood pressure (MAP). Dressings were applied to the injury sites for a dura-
tion of 30 s per application, until hemostasis is achieved. Active bleeding was generally
examined every 30 s. No fluid resuscitation or surgical intervention was allowed during
the experimental setup. The weights of the dressings were recorded before application and
at the end of the experiments to measure the amounts of blood loss. MAP was recorded
via insertion of a 20-gauge catheter into the right carotid artery and continuous recording
of MAP under general anesthesia before the injury and for 1 h after the injury.

The dressings that comprised one hemostatic agent have demonstrated poor hemo-
static efficiency in preliminary in vivo experiments, and thus, they were not further tested
to reduce the number of animals in use. The chitosan/kaolin nanocomposites resulted
in higher survival rates among the tested animals, which can be explained by the faster
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time to hemostasis and lower amounts of blood loss and maintenance of a normal MAP,
as compared to the QuikClot® Combat Gauze. Both the chitosan/kaolin nanocomposites
and QuikClot® Combat Gauze were relatively more efficient in inducing hemostasis in
comparison to the conventional dressing (Figures 2–4).
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Figure 2. (Left): Percentages of survival in rabbits, 1 h and 24 h, after cutting their femoral arteries and veins. (Right):
The mean survival durations (total number of survival hours/number of animals in each group). Conventional dressings,
chitosan/Kaolin composites, and QuikClot® Combat Gauze were applied immediately after injury with immediate
compression for 3 min. The kaolin/chitosan composites resulted in significantly longer survival duration compared to the
conventional dressing (p < 0.01) and QuikClot® Combat Gauze (p < 0.05). The difference between the conventional dressing
and QuikClot® Combat Gauze was not statistically significant.
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Figure 3. (Left): Total time to hemostasis in rabbits after cutting their femoral arteries and veins. Measurements were
performed over one hour and rabbits that died were assigned to a time to hemostasis of 60 min. The kaolin/chitosan
composites resulted in significantly faster time to hemostasis compared to the conventional dressing (p < 0.0001) and
QuikClot® Combat Gauze (p < 0.05). The difference between conventional dressing and QuikClot® Combat Gauze was
also statistically significant (p < 0.01). (Right): Total amounts of blood loss were evaluated by absorbing the leaked blood
into conventional gauze, and the differences in the total weight of all the used pieces before and after the experiments
were calculated. The kaolin/chitosan composites resulted in significantly lower amounts of blood loss compared to the
conventional dressing (p < 0.0001) and QuikClot® Combat Gauze (p < 0.0001). The difference between conventional dressing
and QuikClot® Combat Gauze was not statistically significant. In both experiments, dressings were applied immediately
after injury with immediate compression for 3 min.
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Figure 4. The mean arterial pressure of rabbits after cutting their femoral arteries and veins. Con-
ventional dressings, chitosan/Kaolin composites, and QuikClot® Combat Gauze were applied
immediately after injury with immediate compression for 3 min. The measurements over the first
30 min represent the mean arterial pressure of rabbits before cutting their femoral arteries and veins.

2.2.2. In Vivo Hemostatic Efficiency in Rats

The animal models were developed using the same procedures utilized in the rabbits,
followed by immediate application of the hemostatic agents under pressure (weight of
200 g for 3 min), and measuring the total amount of blood loss and time to hemostasis.
Similar to what has been observed in the severe injury model in rabbits, chitosan/kaolin
composites resulted in faster time to hemostasis and lower amounts of blood loss, as
compared to the QuikClot® Combat Gauze. The latter was relatively more efficient in
inducing hemostasis in comparison to the conventional dressing (Figure 5).
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Figure 5. (Left): Total time to hemostasis in rats after cutting their femoral arteries and veins. The measurements were performed
over 10 min and the animals that died in <10 min were assigned to a time to hemostasis of 10 min. The kaolin/chitosan
composites resulted in significantly faster time to hemostasis compared to the conventional dressing (p < 0.0001) and QuikClot®

Combat Gauze (p < 0.001). The difference between conventional dressing and QuikClot® Combat Gauze was not statistically
significant. (Right): Total amounts of blood loss were evaluated by absorbing the leaked blood into conventional gauze, and
the differences in the total weight of all the used pieces before and after the experiments were calculated. The kaolin/chitosan
composites resulted in significantly lower amounts of blood loss compared to the conventional dressing (p < 0.0001) and
QuikClot® Combat Gauze (p < 0.01). The difference between conventional dressing and QuikClot® Combat Gauze was also
statistically significant (p < 0.01). In both experiments, conventional dressing, chitosan/kaolin composites, and QuikClot®

Combat Gauze were applied immediately after injury with immediate compression for 3 min.
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2.2.3. In Vivo Biocompatibility Examination in Rabbits

The animal models were developed by cutting the femoral artery, and applying
immediately chitosan/kaolin nanocomposites under pressure (weight of 200 g for 3 min).
Five rabbits were maintained under general anesthesia during the surgery and during
the application of the dressings. Before the beginning of operation (day 1) and at 1 day,
7 day and 14 day after the operation, blood samples were taken using the vein puncture to
analyze the alanine aminotransferase (ALT) and aspartate aminotransferase (AST), which
were considered as indicators of hepatocellular toxicity. Meanwhile, RBCs, hemoglobin
(HB) and hematocrit (HCT) were considered as indicators of hemolysis. White blood cells
(WBCs) count was considered as an indicator of inflammation. Furthermore, the following
markers were examined to provide further information on safety and biocompatibility of
the hemostatic composite: MCV (mean corpuscular volume that measures the average size
of red blood cells), MCH (mean corpuscular hemoglobin that refers to the average amount
of hemoglobin found in the red blood cells), MPV (mean platelet volume that calculates
the average size of platelets found in blood) and PDW (platelet distribution width that
reflects how uniform the platelets are in size, i.e., a normal PDW indicates platelets that
are mostly the same size, while a high PDW means that platelet size varies greatly, a clue
that there is a platelet activation). After blood sampling, the weight and body temperature
of animals were recorded. Values are presented as the means ± SD of five independent
experiments. It can be clearly seen that the application of the chitosan/kaolin composites
was safe and biocompatible (Figure 6). No changes in the liver enzymes (ALT and AST)
were observed. The blood pictures have also demonstrated that the counts of RBCs and
WBCs, and hemoglobin contents, were not affected by the application of the hemostatic
composites. Furthermore, the mean corpuscular volume, mean corpuscular hemoglobin
amount, mean platelet volume and platelet distribution width, were not altered. The
animals also did not show signs of fever or weight loss.
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were observed. The blood pictures have also demonstrated that the counts of RBCs and 
WBCs, and hemoglobin contents, were not affected by the application of the hemostatic 
composites. Furthermore, the mean corpuscular volume, mean corpuscular hemoglobin 
amount, mean platelet volume and platelet distribution width, were not altered. The ani-
mals also did not show signs of fever or weight loss.  
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Figure 6. Biochemical changes in rabbits after cutting femoral artery, and applying chitosan/kaolin composite: Serum ala-
nine aminotransferase (ALT) level, serum aspartate aminotransferase (AST) level, red blood cell (RBCs) counts, hemoglobin
(HB) concentrations, hematocrit (HCT) percentages, white blood cell (WBCs) counts, body weights, body temperatures,
mean corpuscular volume (MCV), mean corpuscular hemoglobin amounts (MCH), mean platelet volume (MPV), and
platelet distribution width (PDW) of rabbits before the beginning of operation (day 1) and at 1 day, 7 day, and 14 day after
the operation. The data represent the means ± SD (n = 5).
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2.2.4. In Vivo Biocompatibility Examination in Rats

The animal models (five rats) were developed by utilizing the same procedures that
have been described previously in the rabbits, followed by immediate application of the
hemostatic composites under pressure (weight of 200 g for 3 min). Before the beginning of
operation (day 1), and at 1 day, 7 day, and 14 day after the operation, blood samples were
taken using the vein puncture to assess safety and biocompatibility of the composites in
rats, as described in the previous section (vide supra). Similar to what has been observed
in rabbits, application of the chitosan/kaolin composites was safe and biocompatible in
rats (Figure 7).
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Figure 7. Clinical changes in rats after cutting femoral artery, and applying chitosan/kaolin composite: Red blood cell
(RBCs) counts, hemoglobin (HB) concentrations, hematocrit (HCT) percentages, white blood cell (WBCs) counts, body
weights, body temperature, mean corpuscular volume (MCV), mean corpuscular hemoglobin amounts (MCH), platelet
distribution width (PDW), and mean platelet volume (MPV) of rats before the beginning of operation (day 1) and at 1 day,
7 day, and 14 day after the operation. The data represent the means ± SD (n = 5).

3. Discussion

Hemorrhage is one of the leading causes of death, globally. Induction of efficient
hemostasis is of pivotal importance to control acute hemorrhage until the subjects receive
the necessary medical care in the hospital. Biocompatible dressings of controlled surface
properties that can induce quick hemostasis are currently under development in several
laboratories [19–23]. In the current study, we have utilized two approaches to improve the
hemostatic efficiency of the designed dressings. First approach is based on a combination
between two commonly utilized hemostatic agents, kaolin and chitosan, to achieve a
synergistic hemostatic effect. Second approach involved the use of Pluronic nanoparticles,
or fibers on the micro- or nano-scale, to improve coating efficiency onto the carrier and
interactions with biomolecules in the bleeding sites upon contact.

Similar to QuikClot® Combat Gauze, the developed composites contain kaolin that
meets USP specifications. Kaolin is an inert naturally occurring hydrated aluminum silicate
mineral derived from clay that is widely used as a hemostatic agent. When exposed to
plasma, kaolin activates clotting factor XII, a protein factor which assists in the initiation of
the coagulation cascade [16,24]. It was reported in one study that addition of kaolin coating
materials to blood of patients on anticoagulant therapy significantly reduced the time to
clot formation (in vitro testing) [25]. The mean initial clot formation time was decreased
from 692 s in the control to 190.8 s in the treated group (p < 0.0001), thus highlighting
the ability of kaolin to reduce time to hemostasis and subsequently the amount of blood
loss. However, efficient coating of kaolin onto the carrier is challenging. The use of heated
kaolin slurry in coating the non-woven gauze is the most commonly utilized method
for preparation of hemostatic dressings [16–18]. However, this method results in low
coating efficiency, which explains the relatively low hemostatic competence of this kind of
preparations [26].

The composites also contain chitosan, similar to Chitoflex® and Celox™ Gauze. Chi-
tosan is an organic polysaccharide carrying positively charged ions, which attracts nega-
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tively charged particles in blood, i.e., erythrocytes, to the wound sites and forms strong
blood clots. The blood clots aggregating on the open wound result in hemostasis. Chitosan
also has antibacterial property against certain bacterial strains [12,13]. Being manufactured
from natural substance, chitosan wound dressing is biocompatible and biodegradable.

The use of chitosan micro- or nano-based fibers resulted in high coating efficiency
onto the carrier (Figure 1). As can be seen on the figure, deposition of chitosan onto the
gauze resulted in spontaneous formation of microfibers of chitosan. However, formation
of chitosan nanofibers is usually performed using other techniques. Electrospinning is one
of the most commonly used strategies utilized for producing chitosan nanofibers [27,28].
Factors controlled to obtain fibers on the nanoscale include, blending with other polymers
(i.e., PVA), molecular weight and concentration of chitosan, homogeneity and viscosity of
chitosan solution, applied electric field, beading rate, and the distance between collector
and needle of the electrospinning instrument [29]. Electron microscopy was then utilized
to measure the average dimensions of the formed micro- and nano-nanofibers, which have
demonstrated diameters of 2.4 ± 0.9 µm and 101 ± 56 nm, respectively (Figure 1).

Pluronics® F-127 was also utilized to form nanoparticles that stabilize the hemostatic
agent (i.e., kaolin) to increase stability, enhance disbursement, and to increase the surface
area of the hemostatic agent, and/or the surface area covered or coated by the hemostatic
agent (Figure 1). Pluronics are pharmaceutically acceptable and preferably approved by the
United States Food and Drug Administration for human administration. Composites were
prepared through impregnation of the carrier in a solution of the hemostatic composition
and other ingredients (e.g., glycerin). After preparation, hemostatic devices were dried
in air overnight, sterilized using autoclave, and further stored at room temperature till
use. The pH of the prepared dressing after incubation in saline was in the range of 6–8,
depending on the hemostatic agents utilized and additives presented in the dressing. When
tested in vivo, the chitosan/kaolin composites resulted in exceptionally higher hemostatic
performance in two animal models, rabbits and rats (Figures 2–5).

This translation research is a clinical need-based to improve the hemostatic efficiency
of the currently available commercialized hemostatic dressing via integration of more than
one hemostatic agent, while utilizing nanotechnology-based approached to enhance the
effective surface area of the hemostatic agents. Hence, the main focus was the in vivo
screening to reach the optimized composites that could achieve exceptional hemostasis
compared to the commercially available hemostatic agents.

In rabbits, time to hemostasis after applying the composites was 4.9 ± 1.6 min com-
pared to 26.1 ± 22.8 min and 55.1 ± 13.8 min, for the QuikClot® Combat Gauze and
conventional dressing, respectively (Figure 3). The kaolin/chitosan composites resulted in
significantly faster time to hemostasis compared to the conventional dressing (p < 0.0001)
and QuikClot® Combat Gauze (p < 0.05). The difference between conventional dressing and
QuikClot® Combat Gauze was also statistically significant (p < 0.01). The amount of blood
loss after applying the composites was 3.5 ± 1.9 g compared to 25.1 ± 6.1 g and 31.1 ± 9.7 g
for the QuikClot® Combat Gauze and conventional dressing, respectively (Figure 3). The
kaolin/chitosan composites resulted in significantly lower amounts of blood loss compared
to the conventional dressing (p < 0.0001) and QuikClot® Combat Gauze (p < 0.0001). The
difference between conventional dressing and QuikClot® Combat Gauze was not statisti-
cally significant. Percentages of survival recorded 1 and 24 h after applying the composites
were 100% and 66.7% compared to 28.6% and 14.3%, and 33.3% and 0%, for the QuikClot®

Combat Gauze and conventional dressing, respectively (Figure 2). The kaolin/chitosan
composites resulted in significantly longer survival duration compared to the conventional
dressing (p < 0.01) and QuikClot® Combat Gauze (p < 0.05). The difference between the
conventional dressing and QuikClot® Combat Gauze was not statistically significant.

In rats, time to hemostasis after applying the composites was 3.8 ± 1.4 min compared
to 8 ± 1.9 min and >10 min, for the QuikClot® Combat Gauze and conventional dressing,
respectively (Figure 5). The kaolin/chitosan composites resulted in significantly faster time
to hemostasis compared to the conventional dressing (p < 0.0001) and QuikClot® Combat
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Gauze (p < 0.001). The difference between conventional dressing and QuikClot® Combat
Gauze was not statistically significant. The amount of blood loss after applying the com-
posites was 1.3 ± 0.4 g compared to 3.3 ± 0.7 g and 5.5 ± 1.4 g for the QuikClot® Combat
Gauze and conventional dressing, respectively (Figure 5). The kaolin/chitosan composites
resulted in significantly lower amounts of blood loss compared to the conventional dressing
(p < 0.0001) and QuikClot® Combat Gauze (p < 0.01). The difference between conventional
dressing and QuikClot® Combat Gauze was also statistically significant (p < 0.01).

To date, combination between more than one hemostatic agent has been tested in few
studies. For instance, chitosan-based nonwoven dressings combined with recombinant
batroxobin were tested in a rat femoral artery hemorrhage model [22]. Inclusion of recombi-
nant batroxobin with chitosan resulted in a synergetic effect as illustrated by the improved
blood coagulation and control of bleeding. In our study, the results clearly demonstrate the
exceptional hemostatic efficiency of the kaolin/chitosan composites, in terms of reducing
time to hemostasis and amounts of blood loss, when compared to QuikClot® and conven-
tional gauze. The differences observed between the QuikClot® and conventional gauze
in terms of time to hemostasis and amounts of blood loss were not always statistically
significant. Won-Suk Lee and coworkers have conducted a retrospective study to com-
pare QuikClot® and conventional gauze during elective laparoscopic colorectal surgery
in 200 patients (100 patients per group) [26]. Time to hemostasis after the two types of
treatments was evaluated. The mean time to hemostasis in both groups was 3.5 min vs.
4.4 min (p = 0.584), thus implicating no statistically significant difference between the two
groups, and thus QuikClot® application to the surgery sites did not provide additional
benefits to the patients compared to the conventional gauze. The data from this study are
in complete agreement with what we have observed in the two animal models, rabbits
and rats.

The developed hemostatic composites demonstrated in vivo biocompatibility in severe
injury models in both rabbits and rats (Figures 6 and 7). The levels of ALT and AST were
not significantly altered after application of the nanocomposites to the femoral artery
injury sites in rabbits. Counts of RBCS and WBCs, hemoglobin contents, blood cells,
and platelets characteristics were not also significantly changed after exposure of the
injury sites to the hemostatic composites, in rats and rabbits. No signs of weight loss
or fever have been observed in the animals throughout the experiments. Absence of
clinical and biochemical changes (i.e., hepatocellular toxicity, hemolysis, inflammation, and
platelets activation) following application of the chitosan/kaolin composites demonstrates
the biocompatibility of the composites. The observed biocompatibility is in agreement
with previously reported results from our group and others [14,30–32]. For instance,
Won-Suk Lee and coworkers have reported on safety and biocompatibility of QuikClot®

and conventional gauze during elective laparoscopic colorectal surgery in 200 patients
(100 patients per group) [26]. Hemoglobin and hematocrit levels were similar in the two
groups when assessed 3 d after surgery in the Jackson–Pratt drain (i.e., post-operative
drains from the surgical sites). Both types of dressings were biocompatible with no reported
adverse reactions in both groups.

The developed composites aim at achieving prompt and efficient hemostasis via
increasing the specific surface area of hemostatic agents in order to increase the coating
efficiency onto the carrier (i.e., gauze) and to enhance the contact with the body tissues
and blood cells. The developed composites include additional features that contributed
to the improved hemostatic efficiency of the developed dressing. These features include
(1) combination of two hemostatic agents (kaolin and chitosan) that act via different
hemostatic mechanisms, and (2) the use of nanotechnology-based approaches to allow
deposition of hemostatic agents onto nanoscale features of greater surface areas.

In conclusion, in two animal models, namely rabbits and rats, at the sites of femoral
artery and vein injuries, hemostasis has been achieved upon applying the chitosan/kaolin
nanocomposites, whereas higher amounts of blood loss and continuous bleeding could
be seen at the sites of injuries after utilizing the conventional dressing and the QuikClot®



Mar. Drugs 2021, 19, 50 12 of 16

Combat Gauze, although all the experimental factors were fixed except for the type of
the dressing. The nanocomposites have also demonstrated safety and biocompatibility, as
demonstrated by blood pictures and the absence of signs of inflammation, hepatocellular
toxicity and physical changes. The significant improvement in hemostatic efficiency and
high safety and biocompatibility profiles illustrated in the animal models highlight the
auspicious potential of the developed hemostatic composites in controlling bleeding from
acute hemorrhage.

4. Materials and Methods
4.1. Preparation of Chitosan/Kaolin Hemostatic Composites

Non-woven gauze impregnated with kaolin and chitosan, glycerin and Pluronic® F-
127 was prepared. Chitosan of high-molecular weight (310,000–375,000 Da, >75% deacety-
lation degree) was used as acetate salts via dissolving chitosan in acetic acid. The total
amount of the hemostatic agents was ca. 50% of the total weight of the dressing, whereas
Pluronic was ca. 1% of the total weight. Total impregnation time was 5 min. Pluronic®

F-127 nanoparticles were prepared in water and stirred (hotplate stirrer, Daihan Scientific
Co., Ltd., Seoul, South Korea) for 2 h prior to the impregnation step, and were utilized to
stabilize the prepared kaolin. Hemostatic agents (e.g., kaolin and chitosan) were added
gradually to the previously formed solution under stirring and heating. The coated gauze
substrate was then rolled to further embed the hemostatic agents into the material of the
substrate. The gauze has been rolled under high pressure, and the dust has been removed
via air nozzles. Both the slurry and the final dressings were sterilized in the autoclave.

To prepare the chitosan nanofibers, chitosan solution (3 wt.%) was prepared in 20 mL
of 70% glacial acetic acid under stirring at 50 ◦C for 2 h, followed by continuous stir-
ring at room temperature overnight (14 h). Polyvinyl alcohol (PVA, molecular weight
115,000 g/mole, degree of polymerization 1700–1800) solution (10%) was prepared in
20 mL distilled water, stirred at 80 ◦C for 2 h, followed by continuous stirring at room
temperature overnight (14 h). Chitosan/PVA solution was prepared at a ratio of 50/50,
followed by stirring at the room temperature, and then the solution was sonicated for 2 h.
For electrospinning, the chitosan/PVA solution was withdrawn into a 10 mL plastic syringe
connected to a stainless-steel needle of 0.8 mm diameter. The syringe was placed in a
syringe pump and the needle was connected to a high voltage supply. Preferred conditions
to get chitosan nanofibers were: High molecular weight chitosan, 3% chitosan solution,
10% PVA solution, applied voltage ca. 20 kV, flow rate ca. 0.4 mL/h, distance between
needle tip and the collector is 10 cm. Chitosan/PVA nanofibers were dried at 60 ◦C for 2 h,
and then stored in a laboratory desiccator until characterization.

The type of chitosan is deacetylated chitin with a degree of deacetylation of ca. 75%.
The source of chitosan is from shrimp shells. Chitosan was used after dissolution in
1% acetic acid under stirring overnight, followed by neutralization with 0.1 N NaOH.
The carrier was impregnated separately into the chitosan solution. After drying, it was
immersed into the kaolin slurry. The mixture of chitosan and kaolin was homogenous as
demonstrated by visual inspection and optical imaging (data not shown). Mixing of the
kaolin and chitosan has been also accomplished where they form homogenous dispersion,
with no agglomeration or precipitation. It has been reported previously that there are
strong interactions between chitosan and kaolin as revealed by FTIR and thermogravimetric
analysis [33]. It was found previously by SEM that the kaolin particles are well dispersed
in the chitosan matrix [33].

4.2. Characterizations of Chitosan/Kaolin Hemostatic Composites

The surface morphologies of the electrospun chitosan/PVA nanofiber and chitosan
microfibers were studied by using field emission-scanning electron microscope (FE-SEM,
Quanta FEG 250, Field Electron and Ion Company, Hillsboro, OR, USA) at an accelerating
voltage of 30 kV. Samples were fixed onto a holder with the aid of carbon tape and
then placed in the sputtering machine for platinum coating, to increase their electrical
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conductivity. After platinum coating, the microfibers and electrospun nanofibers were
examined by FE-SEM under high vacuum. Average fiber diameters were determined by
measuring fibers that were randomly selected from SEM images using Image J software
(1.53e, National Institutes of Health, Bethesda, MD, USA).

For measurement of the pH, area of 5 cm2 of the dressing was placed into 50 mL of
saline. The pH was measured after 2 h. The pH values were in the range of 6–8.

4.3. In Vivo Hemostatic Efficiency in Rabbits and Rats

Twenty-seven adult rabbits (males and females, ca. 2 kg) were purchased locally
and kept in large cages at the room temperature and allowed food and water ad libitum.
Rabbits were anesthetized with intraperitoneal injection of urethane (1 g kg−1) prior to the
surgical procedures. Rabbits were randomly selected from the laboratory population and
divided into three groups (n = 9). The first group served as a control group which received
the conventional dressing, the second group received the chitosan/kaolin composites, and
the last group received the QuikClot® Combat Gauze. Animals were maintained under
general anesthesia throughout the experiments and euthanatized while under anesthesia
at the end of the experiments. The animal models were developed by cutting the femoral
artery and vein, and applying immediately the hemostatic agents under pressure (weight of
200 g for 3 min) and measuring the survival rates, survival durations, total amount of blood
loss, time to hemostasis, and mean arterial blood pressure (MAP). No fluid resuscitation
or surgical intervention was allowed during the experimental setup. The weights of the
dressings were recorded before application and at the end of the experiments to measure
the amounts of blood loss. MAP was recorded via insertion of a 20-gauge catheter into the
right carotid artery and continuous recording of MAP under general anesthesia before the
injury and over 1 h after the injury. Blood pressure was monitored on a polygraph using a
Universal Oscillograph instrument (Harvard Apparatus, South Natick, MA, USA).

Eighteen adult male Sprague–Dawley rats (ca. 300 g) were anaesthetized with an
intraperitoneal injection of sodium thiopental (50 mg kg−1) and their abdominal hair was
shaved. The rats were randomly selected from the laboratory population and divided
into three groups (n = 6). The animals were kept in large cages at the room temperature
and allowed food and water ad libitum. The first group served as a control group which
received the conventional dressing, the second group received the chitosan/kaolin dressing,
and the last group received the QuikClot® Combat Gauze. Animals were maintained under
general anesthesia throughout the experiments and euthanatized while under anesthesia
at the end of the experiments. The animal models were developed by cutting the femoral
artery and vein, and applying immediately the hemostatic agents under pressure (weight of
200 g for 3 min) and measuring the total amount of blood loss and time to hemostasis. The
weights of the dressings were recorded before application and at the end of the experiments
to measure the amounts of blood loss. No fluid resuscitation or surgical intervention was
allowed during the experimental setup.

4.4. In Vivo Biocompatibility in Rabbits and Rats

Five adult rabbits (males and females, ca. 2 kg) were purchased locally and kept
in large cages at the room temperature and allowed food and water ad libitum. Rabbits
were anesthetized with intraperitoneal injection of urethane (1 g kg−1) prior to the surgical
procedures. Rabbits were randomly selected from the laboratory population (n = 5).
The animals before the surgical procedures were considered as the control (day 1). The
animal models were developed by cutting the femoral artery, and applying immediately
chitosan/kaolin composites under pressure (weight of 200 g for 3 min). Animals were
maintained under general anesthesia during the surgery and during the application of the
dressings. Before the beginning of operation (day 1) and at 1 day, 7 day, and 14 day after
the operation, blood samples were taken using the vein puncture to analyze the alanine
aminotransferase (ALT) and aspartate aminotransferase (AST), which were considered as
indicators of hepatocellular toxicity. Meanwhile, red blood cell (RBCs), hemoglobin (HB),



Mar. Drugs 2021, 19, 50 14 of 16

and hematocrit (HCT) were considered as indicators of hemolysis, and white blood cell
(WBCs) count was considered as an indicator of inflammation. Furthermore, the following
markers were examined to provide further information on safety and biocompatibility of
the hemostatic composite: MCV (mean corpuscular volume that measures the average size
of red blood cells), MCH (mean corpuscular hemoglobin that refers to the average amount
of hemoglobin found in the red blood cells), MPV (mean platelet volume that calculates the
average size of platelets found in blood) and PDW (platelet distribution width that reflects
how uniform the platelets are in size, i.e., a normal PDW indicates platelets that are mostly
the same size, while a high PDW means that platelet size varies greatly, a clue that there is
a platelet activation). After blood sampling, the weight and body temperature of animals
were recorded. Values are presented as the mean ± SD of five independent experiments.

Five adult male Sprague–Dawley rats (ca. 300 g) were anaesthetized with an intraperi-
toneal injection of sodium thiopental (50 mg kg−1) and their abdominal hair was shaved.
The rats were randomly selected from the laboratory population (n = 5) and were kept in
large cages at the room temperature and allowed food and water ad libitum. The animals
before the surgical procedures were considered as the control (day 1). The animal models
were developed by cutting the femoral artery, and applying immediately the hemostatic
composites under pressure (weight of 200 g for 3 min). Animals were maintained under
general anesthesia during the surgery and during the application of the dressings. Before
the beginning of operation (day 1), and at 1 day, 7 day, and 14 day after the operation,
blood samples were taken using the vein puncture to assess safety and biocompatibility of
the composites in rats, as described in the previous section (vide supra).

4.5. Statistical Analysis

Values are presented as the mean ± SD of at least five independent experiments.
Significant differences between groups were evaluated by one-way ANOVA followed by
Tukey’s multiple comparison tests. Differences between different groups were considered
significant for p values less than 0.05. A sample size of nine rabbits per group, for time to
hemostasis and blood loss experiments, was expected to provide a power of ca. 0.9, with a
Type I error probability for rejection of the null hypothesis of 0.05. Then, fewer numbers of
animals have been utilized for other experiments to reduce the number of animals utilized
throughout the study.

Author Contributions: Conceptualization, M.E. and M.A.H.; methodology, M.E. and M.A.H.; soft-
ware, M.E. and M.A.H.; validation, M.E. and M.A.H.; formal analysis, M.E. and M.A.H.; investigation,
M.E. and M.A.H.; resources, M.E. and M.A.H.; data curation, M.E. and M.A.H.; writing—original
draft preparation, M.E. and M.A.H.; writing—re-view and editing, M.E. and M.A.H.; visualization,
M.E. and M.A.H.; supervision, M.E. and M.A.H.; project administration, M.E. and M.A.H. All authors
have read and agreed to the published version of the manuscript.

Funding: This research received no external funding.

Institutional Review Board Statement: The protocol was approved by the Assiut University Animal
Ethical Committee (Ethical approval number 1730030, on 24 July 2016, the renewal date of approval is
15 July 2020, and the expiration date of the approval is 14 July 2021), and was in compliance with all
relevant ethical regulations for animal testing and research. Animals were received from the Assiut
University Central Animal House Facility.

Informed Consent Statement: Not applicable.

Data Availability Statement: The data presented in this study are available on request from the
corresponding author.

Conflicts of Interest: The authors declare that they have no conflict of interest.



Mar. Drugs 2021, 19, 50 15 of 16

References
1. Kauvar, D.S.; Lefering, R.; Wade, C.E. Impact of hemorrhage on trauma outcome: An overview of epidemiology, clinical

presentations, and therapeutic considerations. J. Trauma 2006, 60, S3–S11. [CrossRef] [PubMed]
2. Pacheco, M.; Barros, A.A.; Aroso, I.M.; Autorino, R.; Lima, E.; Silva, J.M.; Reis, R.L. Use of hemostatic agents for surgical bleeding

in laparoscopic partial nephrectomy: Biomaterials perspective. J. Biomed. Mater. Res. B Appl. Biomater. 2020, 108, 3099–3123.
[CrossRef] [PubMed]

3. Peng, H.T. Hemostatic agents for prehospital hemorrhage control: A narrative review. Mil. Med. Res. 2020, 7, 13. [CrossRef]
[PubMed]

4. Scaroni, M.; von Holzen, U.; Nebiker, C.A. Effectiveness of hemostatic agents in thyroid surgery for the prevention of postoperative
bleeding. Sci. Rep. 2020, 10, 1753. [CrossRef]

5. Tompeck, A.J.; Gajdhar, A.U.R.; Dowling, M.; Johnson, S.B.; Barie, P.S.; Winchell, R.J.; King, D.; Scalea, T.M.; Britt, L.D.;
Narayan, M. A comprehensive review of topical hemostatic agents: The good, the bad, and the novel. J. Trauma Acute Care Surg.
2020, 88, e1–e21. [CrossRef]

6. Johnson, D.; Johnson, M. The effects of QuikClot Combat Gauze and Celox Rapid on hemorrhage control. Am. J. Disaster Med.
2019, 14, 17–23. [CrossRef]

7. Shiu, V.F.; Keller, R. Use of QuikClot Combat Gauze during Mohs stages for intraoperative hemostasis. J. Am. Acad. Dermatol.
2019, 80, e117–e118. [CrossRef]

8. Vilardo, N.; Feinberg, J.; Black, J.; Ratner, E. The use of QuikClot combat gauze in cervical and vaginal hemorrhage.
Gynecol. Oncol. Rep. 2017, 21, 114–116. [CrossRef]

9. Hoggarth, A.; Grist, M.; Murch, T. Influence of Celox Rapid’s Mode of Action Under Normal and Compromised Blood Conditions.
J. Spec. Oper. Med. 2020, 20, 154–155.

10. Kumar, K.R.; Kumar, J.; Sarvagna, J.; Gadde, P.; Chikkaboriah, S. Hemostasis and Post-operative Care of Oral Surgical Wounds by
Hemcon Dental Dressing in Patients on Oral Anticoagulant Therapy: A Split Mouth Randomized Controlled Clinical Trial. J. Clin.
Diagn. Res. 2016, 10, ZC37–ZC40. [CrossRef]

11. El-Hack, M.E.A.; El-Saadony, M.T.; Shafi, M.E.; Zabermawi, N.M.; Arif, M.; Batiha, G.E.; Khafaga, A.F.; El-Hakimi, Y.M.A.;
Al-Sagheer, A.A. Antimicrobial and antioxidant properties of chitosan and its derivatives and their applications: A review. Int. J.
Biol. Macromol. 2020, 164, 2726–2744. [CrossRef]

12. Ma, Z.; Garrido-Maestu, A.; Jeong, K.C. Application, mode of action, and in vivo activity of chitosan and its micro- and
nanoparticles as antimicrobial agents: A review. Carbohydr. Polym. 2017, 176, 257–265. [CrossRef] [PubMed]

13. Shahid-ul-Islam; Butola, B.S. Recent advances in chitosan polysaccharide and its derivatives in antimicrobial modification of
textile materials. Int. J. Biol. Macromol. 2019, 121, 905–912. [CrossRef] [PubMed]

14. Leonhardt, E.E.; Kang, N.; Hamad, M.A.; Wooley, K.L.; Elsabahy, M. Absorbable hemostatic hydrogels comprising composites of
sacrificial templates and honeycomb-like nanofibrous mats of chitosan. Nat. Commun. 2019, 10, 2307. [CrossRef]

15. Elsabahy, M.; Hamad, M.A. Nanotechnology-Based Hemostatic Dressings. U.S. Patent 202,001,7929,7A1, 11 June 2020.
16. Kim, K.; Shim, H.; Jung, P.Y.; Kim, S.; Choi, Y.U.; Bae, K.S.; Lee, J.K.; Jang, J.Y. Effectiveness of kaolin-impregnated hemostatic

gauze use in preperitoneal pelvic packing for patients with pelvic fractures and hemodynamic instability: A propensity score
matching analysis. PLoS ONE 2020, 15, e0236645. [CrossRef]

17. Ricardo, J.W.; Lipner, S.R. Kaolin-impregnated gauze for hemostasis following nail surgery. J. Am. Acad. Dermatol. 2020.
[CrossRef]

18. Kondapalli, S.S.; Czyz, C.N.; Stacey, A.W.; Cahill, K.V.; Foster, J.A. Use of Kaolin-impregnated Gauze for Improvement of
Intraoperative Hemostasis and Postoperative Wound Healing in Blepharoplasty. J. Clin. Aesthetic Dermatol. 2016, 9, 51–55.

19. Biranje, S.S.; Madiwale, P.V.; Patankar, K.C.; Chhabra, R.; Bangde, P.; Dandekar, P.; Adivarekar, R.V. Cytotoxicity and hemostatic
activity of chitosan/carrageenan composite wound healing dressing for traumatic hemorrhage. Carbohydr. Polym. 2020,
239, 116106. [CrossRef] [PubMed]

20. Chen, H.; Shang, X.; Yu, L.; Xiao, L.; Fan, J. Safety evaluation of a low-heat producing zeolite granular hemostatic dressing in a
rabbit femoral artery hemorrhage model. J. Biomater. Appl. 2020, 34, 988–997. [CrossRef]

21. Streifel, B.C.; Lundin, J.G.; Sanders, A.M.; Gold, K.A.; Wilems, T.S.; Williams, S.J.; Cosgriff-Hernandez, E.; Wynne, J.H. Hemostatic
and Absorbent PolyHIPE-Kaolin Composites for 3D Printable Wound Dressing Materials. Macromol. Biosci. 2018, 18, e1700414.
[CrossRef]

22. Seon, G.M.; Lee, M.H.; Kwon, B.J.; Kim, M.S.; Koo, M.A.; Seomun, Y.; Kim, J.T.; Kim, T.H.; Park, J.C. Recombinant batroxobin-
coated nonwoven chitosan as hemostatic dressing for initial hemorrhage control. Int. J. Biol. Macromol. 2018, 113, 757–763.
[CrossRef]

23. Yan, D.; Hu, S.; Zhou, Z.; Zeenat, S.; Cheng, F.; Li, Y.; Feng, C.; Cheng, X.; Chen, X. Different chemical groups modification on the
surface of chitosan nonwoven dressing and the hemostatic properties. Int. J. Biol. Macromol. 2018, 107 Pt A, 463–469. [CrossRef]

24. Hwang, Y.G.; Lee, J.W.; Won, E.A.; Han, S.H. Prospective Randomized Controlled Study of Hemostatic Efficacy with Kaolin-
Impregnated Dressings in Diabetic Foot Ulcers Taking Anticoagulants Undergoing Debridement in an Outpatient Clinic.
J. Diabetes Res. 2019, 2019, 9316380. [CrossRef]

25. Cripps, M.W.; Cornelius, C.C.; Nakonezny, P.A.; Vazquez, N.; Wey, J.C.; Gales, P.E. In vitro effects of a kaolin-coated hemostatic
dressing on anticoagulated blood. J. Trauma Acute Care Surg. 2018, 85, 485–490. [CrossRef]

http://doi.org/10.1097/01.ta.0000199961.02677.19
http://www.ncbi.nlm.nih.gov/pubmed/16763478
http://doi.org/10.1002/jbm.b.34637
http://www.ncbi.nlm.nih.gov/pubmed/32458570
http://doi.org/10.1186/s40779-020-00241-z
http://www.ncbi.nlm.nih.gov/pubmed/32209132
http://doi.org/10.1038/s41598-020-58666-4
http://doi.org/10.1097/TA.0000000000002508
http://doi.org/10.5055/ajdm.2019.0312
http://doi.org/10.1016/j.jaad.2018.06.020
http://doi.org/10.1016/j.gore.2017.07.012
http://doi.org/10.7860/JCDR/2016/17275.8462
http://doi.org/10.1016/j.ijbiomac.2020.08.153
http://doi.org/10.1016/j.carbpol.2017.08.082
http://www.ncbi.nlm.nih.gov/pubmed/28927606
http://doi.org/10.1016/j.ijbiomac.2018.10.102
http://www.ncbi.nlm.nih.gov/pubmed/30342136
http://doi.org/10.1038/s41467-019-10290-1
http://doi.org/10.1371/journal.pone.0236645
http://doi.org/10.1016/j.jaad.2020.02.008
http://doi.org/10.1016/j.carbpol.2020.116106
http://www.ncbi.nlm.nih.gov/pubmed/32414437
http://doi.org/10.1177/0885328219888626
http://doi.org/10.1002/mabi.201700414
http://doi.org/10.1016/j.ijbiomac.2018.03.017
http://doi.org/10.1016/j.ijbiomac.2017.09.008
http://doi.org/10.1155/2019/9316380
http://doi.org/10.1097/TA.0000000000001999


Mar. Drugs 2021, 19, 50 16 of 16

26. Park, H.J.; Kang, J.M.; Park, Y.H.; Lee, W.S. Does kaolin-impregnated hemostatic dressing reduce perioperative blood loss in
elective laparoscopic colorectal surgery? Asian J. Surg. 2019, 42, 777–778. [CrossRef]

27. Kersani, D.; Mougin, J.; Lopez, M.; Degoutin, S.; Tabary, N.; Cazaux, F.; Janus, L.; Maton, M.; Chai, F.; Sobocinski, J.; et al. Stent
coating by electrospinning with chitosan/poly-cyclodextrin based nanofibers loaded with simvastatin for restenosis prevention.
Eur. J. Pharm. Biopharm. 2020, 150, 156–167. [CrossRef]

28. Singh, Y.P.; Dasgupta, S.; Nayar, S.; Bhaskar, R. Optimization of electrospinning process & parameters for producing defect-free
chitosan/polyethylene oxide nanofibers for bone tissue engineering. J. Biomater. Sci. Polym. Ed. 2020, 31, 781–803.

29. Fathi, H.A.; Abdelkader, A.; AbdelKarim, M.S.; Abdelaziz, A.A.; El-Mokhtar, M.A.; Allam, A.; Fetih, G.; El Badry, M.; Elsabahy, M.
Electrospun vancomycin-loaded nanofibers for management of methicillin-resistant Staphylococcus aureus-induced skin infec-
tions. Int. J. Pharm. 2020, 586, 119620. [CrossRef]

30. Fan, X.; Li, Y.; Li, N.; Wan, G.; Ali, M.A.; Tang, K. Rapid hemostatic chitosan/cellulose composite sponge by alkali/urea method
for massive haemorrhage. Int. J. Biol. Macromol. 2020, 164, 2769–2778. [CrossRef]

31. Lundin, J.G.; McGann, C.L.; Daniels, G.C.; Streifel, B.C.; Wynne, J.H. Hemostatic kaolin-polyurethane foam composites for
multifunctional wound dressing applications. Mater. Sci. Eng. C Mater. Biol. Appl. 2017, 79, 702–709. [CrossRef]

32. Wang, Y.; Fu, Y.; Li, J.; Mu, Y.; Zhang, X.; Zhang, K.; Liang, M.; Feng, C.; Chen, X. Multifunctional chitosan/dopamine/diatom-
biosilica composite beads for rapid blood coagulation. Carbohydr. Polym. 2018, 200, 6–14. [CrossRef]

33. Rekik, S.B.; Gassara, S.; Bouaziz, J.; Deratani, A.; Baklouti, S. Development and char-acterization of porous membranes based on
kaolin/chitosan composite. Appl. Clay Sci. 2017, 143, 1–9. [CrossRef]

http://doi.org/10.1016/j.asjsur.2019.02.013
http://doi.org/10.1016/j.ejpb.2019.12.017
http://doi.org/10.1016/j.ijpharm.2020.119620
http://doi.org/10.1016/j.ijbiomac.2020.07.312
http://doi.org/10.1016/j.msec.2017.05.084
http://doi.org/10.1016/j.carbpol.2018.07.065
http://doi.org/10.1016/j.clay.2017.03.008

	Introduction 
	Results 
	Preparation of Chitosan/Kaolin Nanocomposites of Enhanced Surface Area 
	In Vivo Assessment 
	In Vivo Hemostatic Efficiency in Rabbits 
	In Vivo Hemostatic Efficiency in Rats 
	In Vivo Biocompatibility Examination in Rabbits 
	In Vivo Biocompatibility Examination in Rats 


	Discussion 
	Materials and Methods 
	Preparation of Chitosan/Kaolin Hemostatic Composites 
	Characterizations of Chitosan/Kaolin Hemostatic Composites 
	In Vivo Hemostatic Efficiency in Rabbits and Rats 
	In Vivo Biocompatibility in Rabbits and Rats 
	Statistical Analysis 

	References

